Inhaled therapy is the cornerstone of asthma management in that it optimizes the delivery of the medication to the site of action. The effectiveness of inhaled therapy is affected by the correct choice of the device and proper inhalation technique. In fact, this influences the drug delivery and distribution along the bronchial tree, including the most peripheral airways. In this context, accumulating evidence supports the contribution of small airways in asthma, and these have become an important target of treatment. In reality, the ''ideal inhaler'' does not exist, and not all inhalers are the same. Advances in technology has highlighted these differences, and have led to the design of new devices and the development of formulations characterized by extrafine particles that facilitate the distribution and deposition of the drug particles along the respiratory tract. In addition, efforts have been made to implement adherence to chronic treatment, which translates into clinical benefit. Taken together, the optimal control of asthma depends on the drug that is selected, the device that is employed and the removal of factors that reduce patient's adherence to therapy.
it optimizes the delivery of the medication to the site of action as opposed to systemic administration of the drug [1] . In addition to the proper choice of the active drug, the selection of the correct device plays a crucial role in achieving optimal control and preventing future risk. The selection of the inhaler device should be primarily based on the specific needs of the individual patients, bearing in mind that the ''ideal'' inhaler does not exist in real life, but is rather the ''right'' inhaler for the ''right'' patient.
This review provides a critical analysis of factors related to both drug formulation and device features that can have an impact on asthma management. The efficacy of a treatment is linked also to patient adherence, and developments in drugs and devices over the past decades have consistently contributed to improve adherence to inhaled treatment and, possibly, drug delivery to the entire bronchial tree [3, 4] . It is known that low drug deposition and device mishandling are associated with poor disease control and increased consumption of healthcare resources [5] . All these aspects will be discussed to better understanding how these factors should be considered as part of the decision-making process, leading to the choice of an inhaler device.
THE PATIENT AND THE PHYSICIAN
Misuse of an inhaler is common in clinical practice, and proper training of patients and physicians is important to ensure the correct use of the device. Patient technique has a large impact on the amount of active drug delivered to the site of action and, therefore, on the efficacy and disease control [3] . A study by Harnett et al. [6] 
DRUG FORMULATION AND DEVICE CHARACTERISTICS
Inhalation technique is critical to achieve treatment success and differs substantially between inhaler devices [11] . Four different classes of device are currently available for pulmonary drug delivery: pressurized metered dose inhalers (pMDIs), dry powder inhalers (DPIs), soft mist inhalers (SMIs) and nebulizers.
All these devices have both advantages and limitations [11] . As a general rule, pMDIs require good coordination, which is not always obtained in obstructed subjects. To overcome this limitation, the use of a spacer with pMDIs is often recommended, especially for patients with known or suspected poor coordination (e.g., children and the elderly). Spacers reduce the risk of cold-Freon effect and the need for perfect hand-breath coordination [11] . DPIs require a turbulent flow of air to transform the metered powder formulation combined with a lactose carrier into disaggregated particles. For DPIs, the inhalation flow must be maintained from the start of inhalation for an extended period of time, and patients are required to breathe as deeply and forcefully as possible to allow the coarse particles combined with a lactose carrier to disaggregate.
In reality, patients have a variable degree of airflow limitation, with consequently lower inspiratory flows compared to healthy subjects [12] . This may affect the distribution of the active compounds in the lung [12] . As mentioned earlier, the ''ideal inhaler'' does not exist. Not all inhalers are the same, and advances in technology have highlighted their differences.
This is a paradox, since the scopes of these devices are to simplify the steps of usage, and to increase the amount of drug deposited in the lungs.
Nowadays, it is plausible to assume that switching from one device to another may have dramatic consequences on loss of asthma control.
Several factors play a primary role in determining the efficacy of the drug deposition in the large and small airways, and are related to the characteristics of both the drug formulation and the device [13] . differ from one to another, and the required steps to activate them may vary significantly [14] . The major advantage of DPIs is that since they are breath actuated, they do not need any coordination between activation and inhalation [14] . The major disadvantage is the fact that the powders contained in the DPI can be hygroscopic, and, for this reason, they can attract humidity and stick to the nozzle walls [14] . In addition, an adequate inspiratory flow is required to activate the device. Each DPI offers a different resistance to inhalation and needs a specific threshold inspiratory flow to accurately deliver the dose [14] . (Fig. 1) .
Particle size is an important feature to be considered when comparing different devices since the particle dimension influences drug deposition in the lungs [4] . Bigger particles have a higher kinetic energy and, for this reason, they impact on the airway walls, while small particles can also reach the peripheral airways.
Therefore, lung deposition of a drug formulation depends on the MMAD, which is the droplet size at which half of the mass of the aerosol is contained in smaller droplets and half in larger droplets. It also depends on the fine particle fraction (FPF), meaning the percentage of particles\5 lm in diameter [4] . Generally, FPF is proportional to the fraction of emitted dose reaching the lung. Particles with an MMAD[5 lm tend to accumulate in the oropharynx, while particles with an MMAD between 1 and 5 lm tend to reach the airways at different levels according to their dimensions [4] . Obviously, the smaller the particles (between 1 and 5 lm), the higher the proportion of particles reaching the peripheral airways [25] . The advantages in terms of asthma control with the use of extrafine formulations have been shown in real-life studies [22, 23, [26] [27] [28] [29] . These findings obtained in real-life studies may benefit from further confirmation in randomized controlled trials.
Poor adherence with asthma management plans and treatment regimens has been associated with poor disease control [30] and increased risk of hospital admission [31] . Patient and parental reports of adherence are often inaccurate [32] , and also physicians' subjective impressions may be equally unreliable [33] .
Monitoring devices characterized by smart technology should ideally be able to monitor adherence covertly, accurately record the time that each dose was taken, store data over a reasonable time period, detect multiple successive actuations and provide access to data that may be downloaded to a personal computer [34] . It is logical to imply that ''smart technology'' would improve patient adherence, with a possible positive impact on asthma control. This needs to be proven in large population-based studies. 
HOW DOES THE INHALER IMPROVE ADHERENCE TO TREATMENT?
The challenge of patients not following medical advice dates back to the 4th century BC, when
Hippocrates observed that some patients were not taking their prescribed treatments [35] . Adherence is usually dichotomized for research purposes and is often defined as missing at least 20% of the medication. This cutoff has been demonstrated to predict subsequent hospitalization across several chronic conditions [36] . Adherence to therapy is likely to be influenced by patients' attitudes and their experience in using the device. If patients feel that treatment is not working, adherence is likely to be poor with consequently reduced efficacy of treatment [37] . The availability of several inhaler devices may also confuse the patient. Switching between different inhalers negatively affects care, as inhaler classes and brands differ in design (particularly DPIs) and each device has unique required steps and inhalation techniques [38] . Booker showed that half of asthmatic patients were reluctant to change their current DPI to an alternative device, and the majority reported concerns about being trained in the use of a new device or confusion around the need for change [39] .
Regular training sessions should be provided at each visit and patients should be encouraged to bring their inhalers to provide demonstration of competence in inhalation technique.
The clinical variability of asthma makes the disease particularly prone to erratic adherence.
Patients usually tend to reduce adherence during the asymptomatic phases of their disease.
Unintentional adherence often occurs when, for example, a patient does not understand the proper technique for inhaler use. In this regard, improper use of inhaler devices has been shown to be associated with loss of asthma control [40, 41] , presumably contributing to increased disease burden for caregivers and society. Customized patient-friendly treatment that anticipates and accommodates usual behavior and addresses conscious and unconscious medication beliefs is more likely to achieve the desired goal of disease control [42] .
CONCLUSION
Optimal control of asthma depends on the drug that is selected, the device that is employed and the removal of factors that reduce patients' adherence to therapy. In this regard, while international guidelines recommend careful attention to the choice of the device and the education to patients, a consensus is lacking on how to properly choose appropriate inhaler devices. This implies that factors that are not clinically relevant may, however, influence the choice of the optimal inhaler device. Simplistic ''one size fits all'' approaches are not the solution.
Rather, a personalized selection of the device based on patient preferences and perceptions should be encouraged and implemented in clinical practice. Most probably, differences in efficacy become trivial, or even disappear, when the device is used with the proper inhalation technique. The key issue in asthma management is therefore to train patients and to verify the correct inhalation maneuver.
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